SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE

DATAMASTER dmt: 106406

Date: 04/13/2020

OPERATOR NAME:
CORY I, HURLBURT
Permit #: 37017

Cperator Agency/Dept: WASHINGTON CO. SO

Reference Standard #:

Nominal = 0.10 g/210L

BLANK TEST
INTERNAL STANDARD

REFERENCE STANDARD TEMP

REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP

REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP

REFERENCE STANDARD
BLANK TEST

&N

20040

0.00
VERIFIED
34.01c
0.09
0.90
34.01c
0.09
0.00
34.01c¢
0.09
0.00

06:52
06:53

06:53
06:54

06:54
06:55

06:56
06:57

4G,

0.20 ; ;
Alcchol {g/210L}
0.18}----- Flow Rate(L/M) 36
0.16 37,
0.14 28 .
0.12 > .
0.10 20.
0.08 ]j 5.
0.0¢ I 1z2.
a.oql .
0.0 }'\"""""""’"‘“’ q.
0.00 0.
0 5 10 15 20 25 30
0.20 : H 4
Alcohol (¢/210L)
©.18q{ """ Flow Rate({L/M) 35
0.14 32.
0.14 25 .
0,12 lza.
0.10 o0,
0.08 [ 16.
0.08 ’ 12,
0.0‘il o .
o.ozl' ““““““““ SRR .
0.004 i _ ; -
0 5 10 15 20 25 30
0.20 ; : 40.
Alcohol (g/210L)
C. 18- ---" Flow Rate{L/M) 36.
0.16 32.
0.14 28 .
0.12 24 .
.10 20 .
0.68 [r' h 6.
0.0 12.
0.04 5 .
0., 02 SRR LI RELLILE 4 .
0.60 ! 0.
5 10 15 20 25 30




